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An interesting new oscilloscope has been designed 
with new measurement capabilities and the 
probability of more in the future . . . 
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tig. I for maximum flexibility, new -hp- Model 
H(>.4 Oleillotcope has all deflection circuitry in 
plug-btt. Measurement range spans it to 2<> Mi 

ami stusitii'il'n \ to 1(1 "r im. 



F( )K some time it has been com- 
mon lor high-performance os- 
cilloscopes to be designed so that 
they use plug-ill circuits as a means 
of adapting to a variety of uses. 
Often, for example, the vertical in- 
put channel of an oscilloscope has 
been arranged as one plug-in unit, 
and the horizontal channel as an- 
other. H\ then selecting an appro- 
priate plug-in unit for each channel, 
the user can tailor the oscilloscope 
to any of a variety of measurements. 

A new. universal high-perform- 
ance Oscilloscope has now been de- 
signed in which the plug-in con- 
cept has been advanced to a much 
more sophisticated form. In this 
new instrument the customary two 
separated compartments that re- 
ceive the plug-ins ha\e been merged 

into one compartment. This single 



Front cover: 

Ne-v hp Model I40A Oscilloscope with plug-in 
Model U15A Time Domain Reflecromerer is 
examined by protect leader Richard Monmer 
and lee Moffilt of Ihe hp Oscilloscope Engi- 
neering Department. 



compartment then serves two pur- in the usual way when such is de- 
poses, hirst, it permits a separate sired. But, secondly, it permits a 
plug-in to be used for each channel single plug-in to be used for the 



AMPLIFIER PLUG-INS 


Model Description 


Maiimum 
Bandwidth' 


Maiimum 
Sensitivily 


Features 


1400 A 


Single-channel; 
Differential input 


DC - 400 kc 


100 ,iv cm 


Selectable upper 
cut-off frequency, 
Low dc drift 


1401A 


Dual-channel 


DC - 450 kc 


1 mv cm 


Can be used in dif- 
ferenlial configura- 
tion 


1402A 


Dual-channel 


DC - 20 Mc" 


5 mv Cm 


Single channel op- 
eration with sum or 
difference of two In- 
puts. Internal delay 
line. Internal sync- 
ing off one channel 
when in Chopped 
or Alternate mode. 


1403A 


Single-channel; 
Differential input 


0,1 cps - 400 kc 


10 ;jv cm 


Selectable upper 
and lower cut-off 
frequencies 


TIME DOMAIN REFLECTOMETER 


141SA 


Fast step generator 
and sampling chan- 
nel 


Risetime: 
ISO psec 


1 mv cm 


Max sweep speed: 
0,1 nsec cm 


SWEEP GENERATOR PLUG-INS 


Model 


Description 


Sweep ranges 


Magnifier 


Features 


1420A 


Triggered sweep 


0.5 j.sec cm to 
5 sec cm 


X10 


Automatic trigger- 
ing; single sweep 


1421A 


Two sweep genera- 
tors for delaying 
sweep 


01 «sec cm to 
1 sec cm 


X5 




Automatic trigger- 
ing; single sweep 
mixed sweep. Sweep 
delay: 0.1 usee to 
10 sec. 



•All dc amplifiers have optional ac coupling 
••Up to 6 cm deflection: 15 Mc a 10 cm 
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Fig, 3. New Modfl 1 40 A Oscilloscope accepts two small-size 
plug-ins or one Jon hit -size plug-in. bert being installed h) Philip 
G. l : oster. -hp- mechanical design engineer. Plug-in compartment 
has rernotahle divider shie/J to accommoJate either size. 



two channels when dial is advan- 
tageous. 

The value of this arrangement 
and the fact that a single plug-in 
can he and is advantageous has 
already been established. The front 
cover, for example, shows a new 
type of plug-in which encompasses 
both channels. 

This new plug-in adapts the os- 
cilloscope to pulse-echo evaluation 
of the quality of transmission line 
systems with signals having band- 
widths extending up into the giga- 
cycle (kilomegacycle) region. Meas- 
urements in this frequency region 
are made by a sampling technique 
with all the necessary pulse and 
sampling circuitry contained com- 
pletely within the one plug-in. The 
basic oscilloscope is changed from 
real-time to sampling operation 
simply by a change of plug-ins. 

The new plug-in arrangement, 
together with the variety of plug- 
ins that have been designed, makes 
the new oscilloscope unmatched in 
its class as to the measurements it 
will make. Further, the arrange- 
ment provides an inherent guard 
against obsolescence, since it is 
adaptable to future developments in 
the electronics art. 

The actual frequency coverage 
and voltage sensitivity of the oscil- 
loscope are determined primarily by 
the plug-ins selected. As shown in 
the accompanying table, plug-ins 
have been designed to permit meas- 
urements to above 20 megacycles 
and down to 10 microvolts per cen- 




Fig. 2. Oscillogram of step response of 
Model 1 402 A dual-channel 20-megaerclt 
plug-in operating in Model NdA Oscillo- 
scope. Sweep speed is 20 nsec/cm. 



timeter. In addition, of course, the 
sampling technique enables the 
study of signals with rise times ex- 
tending into the nanosecond region. 
It is also practical to consider the 
use of custom-built plug-ins. 

Since the actual functional capa- 
bilities of the Oscilloscope are de- 
termined by the plug-ins. the "main 
frame" is designed as a display de- 
vice and as a power supply both for 
the CRT and the plug-ins. The 
power supplies have been designed 
with ample margin to power pres- 
ent and future plug-ins. A total of 
1-iO watts of regulated dc power, for 
example, is available to the plug- 
ins. 

CRT 

The overall simplicity of the 
oscilloscope circuitry has been per- 
mitted to a large extent by the use 
of a special cathode-rav tube de- 
signed in the -hp- crt laboratory. 
The new tube is of the "radial- 
field" type developed lor the -fip- 
Model PSA SO-megacycle oscillo- 
scope and is described in another 



article herein. In this tube equal 
sensitivities are achieved for the 
horizontal anil vertical deflection 
characteristics, thus permitting 
identical plug-ins to be used in each 
channel such as when X-Y displays 
are required. 

The new cathode-ray tube is a 
inch size and, in contrast to the 
smaller dimensions that have gen- 
erally prevailed, has a vertical de- 
flection of 10 centimeters. The gra- 
ticule for the tube is the -hp- de- 
veloped internal type which has no 
parallax error. The tube front is 
treated so that reflections from its 
face are essentiallv non-existent. 

The crt is operated at a high ac- 
celerating voltage of 7.5 kv. 1 his 
level, together with alumini/ation 
of the tube and other factors, gives 
a bright trace and a writing rate 
compatible with the speed of the 
plug-in amplifiers. 

VERTICAL SYSTEM 

Undoubtedly the most represent- 
ative usage situation for an oscillo- 
scope of this type is one in which an 
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Fig, A. High liability of Model 1400 A 100 w/cm amplifier is shown 

by one-hour recording of dc drift. Major vertical divisions represent 
0.1 mi- referred to plug-in input, indicating drift of less than 0.2 
mi hour after u arm-up. 



amplifier-type plug-in is desired for 
the vertical system and a sweep 
generator for the horizontal. It is 
thus incumbent upon the designers 
to make available a broad variety of 
plug-ins to meet foreseeable appli- 
cations. 

For the vertical system the plug- 
ins that have been designed include 
on the one hand the wide-band, 
dual-channel, medium sensitivity 
type of plug-in that has been the 
workhorse of high-performance os- 
cilloscopes. The plug-in of this class 
that has been designed for the oscil- 
loscope has a number of pertinent 
features to facilitate measurements. 
Bandwidth of each (identical) chan- 
nel is in excess of 20 megacycles, 
while sensitivity is 5 millivolts 
centimeter. The quality and speed 
of the step response of this plug-in 
are indicated in the oscillogram of 
Fig. 2. The plug-in also includes a 
built-in delay line which enables 
viewing the portion of the wave- 
form that triggers the sweep. 

At the opposite end of the ver- 
tical plug-in group is a differential- 
type amplifier that has both a very- 
high common-mode- rejection of 9-t 
db and a very high sensitivity of 10 
microvolts cm. In this plug-in the 
upper cut-off frequent) has been 
made selectable at the front panel so 
that unnecessary bandwidth, hence- 
unnecessary noise, can be elimi- 
nated from a given measurement. 
Similarly, the lower cut-off fre- 
quency is also selectable to accomo- 
date measurements where it may be 
desired to exclude low-frequency 



noise such as the I f noise from ex- 
ternal semi-conductor lircuiis under 
test. 

Between these two amplifiers are- 
additional amplifiers whose charac- 
teristics are arranged in a series of 
graded steps. Most measurements 
can thus be met with instrument 
characteristics approaching the op- 
timum permitted by the state of the 
art. All of the amplifiers have been 
designed to achieve high dc sta- 
bility. This is demonstrated in Fig. 
4 which shows on an enlarged scale 
the slight dc drift in one of the 
high-sensitivity plug-ins. This drift 
is approximately 0.2 mv hour, 
which is approximately the same as 
that permitted by vacuum tubes 
themselves 1 . 



i Valley and Wallman, Vacuum Tube Ampli- 
fiers. MIT Rad. Lab. Series No. 18; P. 412 



MULTIPLE 

X - Y DISPLAYS 

The fact that the cathode-ray tube- 
used in the new oscilloscope has 
been designed with equal vertical 
and horizontal deflection sensitivi- 
ties together with the fact that the 
plug-ins directly feed the deflecting 
plates with no intervening circuitry 
enables identical plug-ins to be used 
in the vertical and horizontal inputs 
to obtain identical X- and Y- 
channel characteristics. Hence, X-Y 
displays such as Lissajous figures can 
be obtained by inserting identical 
plug-ins in each channel. If two 
single-channel plug-ins are used, a 
single X - Y display will be ob- 
tained. However, dual or four- 
channel amplifiers can be used to 
obtain multiple X - Y display 

Fig. 6, for example, shows the 
result of using a dual-channel plug- 
in in the vertical channel and a 
single-channel plug-in in the hori- 
zontal channel to display two sepa- 
rate events against a third event. 
Two completely independent dis- 
plays may be achieved by using two 
dual-channel plug-ins. Similarly, 
four independent displays may be 
achieved by using two four-channel 
plug-ins (to be available). 

HORIZONTAL SYSTEM 

Since the character of the hori- 
zontal system, like that of the 
vertical, is determined by the plug- 




Fij;. S. -bp- Model IJIIA Oscillotcope being used 
with Model I401A III mi cm ac differenti.il plug-in. 
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Rg. 6. Dual X - 1* display) can be ob- 
taiitnl tfilh neu- oscilloscope, as shoun 
b\ abott migh ■i\po<urv oscillogram com- 
paring phases at two different placet in 
test circuit. 



ins used, it is not necessary CO pre- 
scribe the future use of the oscillo- 
scope in the irrevocable way that it 
is when the horizontal system is 
self-contained. For example, a 
choice between a delay cd-type or a 
non-delayed type sweep system can 
be altered at any future time to suit 
the instrument to changing appli- 
cations. 

TWO plug-ins have presently been 
designed for the horizontal system. 
Both are time base units, one being 
a general-purpose time base and the 
second a time base with delayed- 
sweep arrangement. Both are de- 
signed as high-performance units 
which are unsurpassed as to their 
general flexibility. Performance 
data are given in another section 
herein. 

REFLECTOMETRY 

As mentioned earlier, the anti- 
obsolescence factor of the new os- 
cilloscope is Well demonstrated by 
the development of the lime 
Domain Reflectometer plug - in. 
I his plug-in converts the oscillo- 
scope to a sampling-type system 
with more than a 2.3-gigacvclc 
bandwidth. It also contains an in- 
ternal step generator providing for 
external use a very fast step w ith a 
rise time of less than 50 picoseconds. 

The basis of operation of the 
plug-in is shown schematically in 
Fig. 7. The internally -generated fast 
step is connected to the external 
transmission system to be tested. 



Discontinuities and Impedance mis- 
matches in the external system w ill 
then reflect a portion of the step and 
this reflection will be displayed fol- 
lowing the leading edge of the step 
itself. The magnitude of the dis- 
played reflection is then a direct 
measure of the magnitude of the 
reflection coefficient of the disconti- 
nuity, while the time-position of the 
displayed reflection is a direct meas- 
ure of the physical location of the 
discontinuity in the transmission 
system. Reflections as low as 0.1 '.r 
can be measured, and multiple dis- 
continuities physically spaced as 
close as I cm on a typical transmis- 
sion system can be resolved. 

Additional information on the 
Reflectometer plug-in and its uses 
is given later herein in a separate 
article. In addition, an earl) issue ol 
the Hewlett-Packard Journal will dis- 
cuss the general subject of time 
domain reflectometry in detail. 

1% CALIBRATOR 

Among other matters of interest 
about the oscilloscope is the internal 
calibrator which provides IO-volt 
and 1-volt line frequency square 
waves at the panel for probe com- 
pensation, amplifier gain adjust- 
ment, and sweep time calibration. 
The calibrator amplitude is accu- 
rate within 1% over a range of 
± 10 C from the temperature at 
which it is calibrated, while over 
the much wider range of from 0 C 
to 55 C it is accurate within $%. 

FUTURE PLUG-INS 

The possibilities for future plug- 
ins are practically unlimited. In the 
near future there will be available- 
two new vertical amplifier plug-ins. 
One will be a four-channel plug-in 
with a bandwidth extending from 
dc to 15 or more megacycles. The 
second will be a dual-channel dc to 
5 megacycle amplifier with a maxi- 
mum sensitivitv of III mv cm. 1 his 
plug-in will not include the delay 
lines or sync amplifier ol the present 
.'(•-megacycle dual-channel ampli- 
fier. 




Reflection 



(B) 



Relied ion 
lime 



Fi>;. 7. Reflectometer plug-in geiieralt > 
very i.isl slip (a) for testing external 
syltemt, Mitmalihes in system reflects por- 
tion of step (bt. permitting magnitude 
and location of mismatch to be identified. 



GENERAL 

The oscilloscope includes the 
convenient -hp- beam tinder control 
on the front panel to facilitate 
locating an off-screen trace. The ex- 
ternal Z-axis modulation input is 
located on the rear panel. 

The cabinet is the new -hp- mod- 
ular style which can be used on the 
bench, slacked with other -hp- in- 
struments, or rack mounted. Depth 
behind panel is Id- . inches. 

The oscilloscope is fan cooled and 
weighs approximately i5 pounds 
including plug-ins. 
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Fijj. I. Time Domain Rellectometer plug- 
In (-hp- Moil c I 1415A), has telf-coniaintd 
fast-step generator and sampling oscillo- 
scope channel. 



J 



Fig, 2. Impedance mismatch between >r». 

ohm coaxial Cable and i'i-ohm lt riiiiii.il/oii 
it thotrii by oscillogram mailt uilh -hp- 
Model \40A oscilloscope and Mo.lt/ 141 SA 
I nut Domain Rt ffeetomeler plug-in. Sharp 
spilt restdu from inductance of termina- 
tion Lads. Bright ilol corresponds to set- 
ting of calibrated dial on delay control, 
pt r milting quick location of discontinuities. 
(Sweep speed: 4 lin e em I 




Fig. 3- Difference in cable impedances is 
shown by litis oscillogram. Initial portion 
of step represents i ft of Ill-ohm cable. 
Raised portion is caused by 5-// cable that 
has "s2-ohm impedance. Remaining portion 
of step represents W-obm cable termination. 



HIGH -resolution time-domain 
reflectometry measurements 
are made practical by the Model 
I 1 1 5 A TDR plug-in for the Model 
I if) A Oscilloscope. Time domain 
reflectometry is a relatively new 
impedance- measurement technique 
which gives accurate, quantitative, 
easy-to-intcrpret information about 
mismatching, loss, reflection coeffi- 
cients, and other parameters of elec- 
trical transmission systems.* 

The technique, analogous to the 
pulse -reflection principle used in 
radar, has been used for some time 
as a means of locating faults on 
long electric power and telephone 
transmission s\ stems. The extreme- 
ly line resolution available in the 
Model !•( ISA. however, enables ap- 
plication of the pulse-reflection 
technique to systems with much 
mm. i Her dimensions. The Model 
14 I^A plug-in with the Model 1 40A 
Oscilloscope displays cable discon- 
tinuities separated by only fractions 
i>! .in inch. 

In i he new plug-in, a step is 
generated and sent into the trans- 
mission system being studied. Im- 
pedance variations reflect the 
incident step just as physical ob- 
jects reflect the pulsed RF energy 
of a radar set. The CRT display, 
corresponding roughh to a radar 
A -scope presentation, shows the lo- 
cation, magnitude, and type of im- 
pedance variations which cause the 

reflections. 

The plug-in contains a fast tun- 
nel-diode generator ( t SO ps) and 
a 50-Ohm sampling oscilloscope 
channel. The system rise-time is less 
than ISO ps, corresponding to a 
bandwidth of more than 2.3 Gc. 
The extremely fast rise-time permits 
resolution of impedance discontin- 
uities spaced as closely as I cm. 



•H Haiversori, "Testing Microwave Trans- 
mission Lines Using the Sampling Oscillo- 
scope.' Electronics. 30 June 61. 



The fast risetime and high sensi- 
tivity of the Model 1 4 15 A open the 
way for a wide range of uses. A 
typical application concerns the 
measurement of reflections intro- 
duced by cable terminations, as 
shown in Fig. 2. Here, the step stim- 
ulus is seen by the scope as it passes 
through the sampling gate before 
entering 3 ft. of 50-ohm cable. The 
sharp spike is a reflection caused 
by inductance in a 39 ohm resistor 
across the end of the cable. The im- 
pedance mismatch between cable 
and resistor causes the negative step 
following the spike. 

Evaluation of cable impedances 
represents another application. Fig. 
3 shows a raised portion on the step 
caused by a 5-ft. section of 52-ohm 
cable connected between a true 
SO-ohm cable and a 50-ohm ter- 
mination. Fig. 4 demonstrates how 
several discontinuities along a sec- 
tion of transmission line can be 
located easily and analyzed sepa- 
rately, a difficult task to perform by 
conventional standing- wave meas- 
urements. Fig. 4' also shows the 
ability of time domain reflectometry 
to distinguish small discontinuities 
in the presence of large ones. 

The Model 141 SA can lie used in 
the reflectometer mode with trans- 
mission systems up to 1000 feet in 
length. A calibrated delay, using a 
moveable bright dot on the trace as 
an indicator, greatly simplifies lo- 
cation of an impedance discontinu- 
ity and enables precise measurement 
of time displacements. Reflections 
of - 1009! down to 0.1' ; can be 
observed because of the large 
amount of vertical magnification 
that is possible without overload. 
This is a dynamic range of 60 db. 

In addition to its applications in 
reflectometry, the Model l ilSA is 
useful for transient response meas- 
urements of the transmission char- 
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I : ig. 4. Antenna system is examined here 
with 'lime Domain Rcflectometer. Vari- 
ous impedance discmitinuities can be 
identified separately and located by posi- 
tion on trace. Shape of reflection dis- 
closes nature oj discontinuity. 



THE RADIAL FIELD 
CATHODE-RAY TUBE 
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Heuristics of filters. Cables, attenu- 
ators, and so on. Also, since the 
Model Ml 5 A contains both a fast 
rise time pulse generator and a 
sampling oscilloscope channel, it of- 
fers an inexpensive means of meas- 
uring the risetime of amplifiers. 
With a system risetime of less than 
ISO ps when used in this manner, 
the Model 1-I15A is capable of meas- 
urements on all hut the fastest 
state-of-art circuits. 

The Model N1SA also serves as 
a sampling oscilloscope for the study 
of waveforms in fast pulse circuits, 
provided that the circuits are ca- 
pable of being triggered at the fixed 
2IKI kc sampling rate. The plug-in 
has a manual scan capability, and 
also has signal outputs for record- 
ing the CRT display with larger 
dimensions on an X-Y recorder. 

-lee R. Mofitt 
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Fig. 5. Step generator in Reflectometer 
has 5(( ohm source impedance which ab- 
sorbs reflections Irateling back through 
Sampling Gate. 



Curled mesh in niw CRT terminates post-accelerating t allage 
lines of lorn: reuiltiiig n/iiipoleiitial surfaces arc spherical. 



HIGH deflection sensitivity and a large, bright dis- 
play are realized in the new cathode-ray tube used 
in the Model I lOA Oscilloscope. In contrast with con- 
ventional cathode-ray tubes in which high post-acceler- 
ating potentials, necessary for brightness, reduce deflec- 
tion sensitivity and limit the vertical scan, the new tube 
achieves a sensitivity for both vertical anil horizontal 
deflection of 12.5 v cm and a 10 cm scan with an acceler- 
ating potential of 73 kv. 

In a conventional tube, fringing electrostatic fields 
around the exit side of the deflection region tend to bend 
the electron beam back toward the longitudinal axis of 
the tube. This does not occur in the radial electrostatic 
field developed in the cathode-ray tube used in the 
Model 140 A. 

In the radial field tube, a fine-grained, curved, high- 
transmission metallic mesh is placed on the exit side of 
the deflection area. The mesh establishes a ground plane 
for the post-accelerating field so that the resulting equi- 
potential surfaces are truly spherical, creating a radial 
electrostatic field. Not only does this field prevent scan 
demagnificaiion when a high post-accelerating potential 
is used, but it actuallv achieves a small degree of linear 
scan magnification. Deflection defocusing likewise is min- 
imized, though a front panel astigmatism control is pro- 
vided to compensate for any shift in the dc level at the 
deflection plates as plug-ins are changed. 

The new tube also features the popular -hp- internal 
graticule, which eliminates viewing parallax by placing 
the graticule in the same plane as the phosphor. I.' n less 
otherwise specified, the P3I phosphor, the brightest as 
well as the most burn-resistant of the general purpose- 
phosphors, is supplied in the CRT. 
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MODEL 1400A 
100 MICROVOLT/CM 
DC DIFFERENTIAL 
AMPLIFIER 



MODEL 1401A 
1 MILLIVOLT /CM 
DUAL-CHANNEL 
DC AMPLIFIER 




F'OUR amplifier plug-ins for use with 
the NOA oscilloscope are described 
here. Sensitivities and bandwidlhs avail- 
able in these lour plug-ins enable them 
to perform an exceptionally wide range 
of measurements. A description of an- 
other plug-in, the Model 1-41 5 A Time 
Domain Retlectometer, is given on p. 6. 

MODEL 1401A 

1 MV CM DUAL CHANNEL PLUG-IN 

This general-purpose dual-channel am- 
plifier, with an upper frequency response- 
higher than 450 kc is well suited for 
the majority of low-frequency laboratory 
and testing applications. Either amplifier 
channel may be viewed individually, 
or both channels may be displayed to- 
gether, either alternately during succes- 
sive horizontal sweeps I illn 11.1/1 model 
or during the same sweep by gating the 
two amplifiers alternately at a 100 ki 

rate {Chopped mode). 

The difference between the tun input 
■signals is presented vs hen the plug-in is 
switched to the .1-/1 mode. Common- 
mode rejection of at least ill db is 
achieved when the amplifier is thus used. 
Since each input has a separate attenua- 
tor, signals of widely differing magni- 
tudes can be accommodated. This can he 

uselul for such purposes as examining 



the distortion products of an amplifier by 
applying the amplifier output to one 
SCOpe channel while the amplifier input 
is "subtracted" from the displayed wave- 
form through the other scope channel. 

The dc stability pf this plug-in is ex- 
cellent. II. however, a dc reference is not 
important, drift can he eliminated com- 
pletely by switching the front panel 

Amplifier {(■!)( control to AC, This 

incrc-ases the amount ol feedback at low 
frequencies by placing a capacitor in 
series with a resistive divider in the feed, 
back network. The low frequency ] db 
limit then is 10 CPS on the 1 m\ cm at- 
tenuator range, and is proportionately 
lower on the less sensitise ranges, being 

approximately I cps on the Kt my cm 

range. 

A choice ol dc or BC coupling is also 
provided at the input. When the input 
is ,u coupled, \oliage-s up to oOO soils 
off ground may be applied. I he low 
frequency s db point in this case is be- 
low 1 cps. 

The three-stage hybrid lube-transistor 
amplifier has a high enough open-loop 
gain to insure that the closed-loop gain 
is determined essentially hv the lecdhack 
resistors. Overall calibration therefore is 
little aff«Cted by variations in tube and 
transistor parameters. 



MODEL 1400A 

100 "V CM DIFFERENTIAL AMPLIFIER 

This, amplifier is especially suited tor 
low -lev el measurements of signals that 
have an essential dc component, as in 
tests involving thermocouple, strain gage 
or other slow ly -v ary ing signals. The 

amplifier achieves its high performance 

through use ol a four-stage, hybrid tube- 
transistor circuit similar in concept to the 
amplifiers used in the hp I s(K! sensitive 
dc oscilloscope.' 

IX" stability is an important character- 
istic ol this amplifier. Fxtrcmc care has 
been taken to minimi/e all sources ol 
drill so that the drift rale is representa- 
tive of the state-ol-ihe-art in direct- 
coupled amplifiers designed tor consider- 
able BC bandwidth. The dc drift of a 
ty pical 1 400 A plug-in is illustrated in the 
recording ol Fig. i on p. i. 

The balanced amplifier configuration 
permits two inputs which may be used 
together or separately. A positive voltagc 
at the i ittput deflects the trace up- 
wards while a positive voltage at the 
— input deflects the trace downwards. 
When both inputs are used, the difference 
between the two applied signals is dis- 
played, lig. I shows how- hum pickup 
and other unwanted common mode sig- 
nals are removed from the desired wave- 
form when the amplifier is thus used. 

A three position slide switch at each 
input allows DC coupling. AC coupling, 
or an Oi l' position. Oi l opens the signal 
path and grounds the corresponding in- 
put grid so that the opposite input may 
he used lor single-ended signals. 

•J. C. Stralhman, "A DC - 500 KC Oscilloscope 
with Extended Measurement Capabilities," 
Hewlett-Packard Journal. Vol. 13. No 12. 
August 1962- 




Fig 1 Ooiiblt •* xpO tHTi VMillogrum 

tMM'j bou bum and other tnoniemtt i» 

HpPet li.it. (<iii lit t'.iiwil/cJ i/nl by me of 

ilillirinii.il connection at provided on 
OMpti fit ' plug'lns. 
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MODEL 1402A 
S MILLIVOLT CM 
DUAL-CHANNEL 
WIDE-BAND 
AMPLIFIER 





MM*. 



MODEL 1403A 
10 MICHOVOLT/CM 
AC DIFFERENTIAL 
AMPLIFIER 



In applications where the full ampli- 
fier bandwidth is not required, noise 
components can he reduced by restricting 
the amplifier passband (similar to the 
signal-to-noisc improvement shown in 
Fig. 2 for the Model 1 405 A amplifier I. 
A front panel switch allows the user 
to select upper bandwidth limits of 100 
Ice 40 kc. or 4 kc. 

High gain stability is achieved through 
a large amount of degenerative feedback. 
Open loop gain is so high that closed 
loop gain is completely determined by 
the feedback resistors, insuring stable, 
long-term calibration. The eleven most 
sensitive attenuator ranges, from 100 
/iv cm to 0.2 v cm. are selected by chang- 
ing the feedback factor. A frequency 
compensated attenuator at each amplifier 
input extends these ranges up to 20 V cm. 

In those situations where dc coupling 
is not necessary, drift is eliminated com- 
pletely by a front panel switch which 
inserts a capacitor into the feedback net- 
work, as was described for the I -10 1 A 
dual-channel plug-in. The lower cut-off 
frequency then is 20 cps. at the highest 
amplifier sensitiv ity I KM) /iv Cm) and it 
decreases proportionally as sensitivity is 
reduced. 

On less sensitive ranges (50 mv cm 
and above), dc drift is insignificant. 
Hence, these ranges are always de- 
coupled to eliminate the long recovery 
times characteristic of ac coupling follow- 
ing an overload. 

MODEL 1403A 

10 "V CM DIFFERENTIAL AMPLIFIER 

The 1403 A 10 /iv cm ac-coupled amp- 
lifier plug-in is intended for applications 
requiring the highest sensitivity which 
can be obtained practically at reasonable 
bandwidth and price. Besides high sensi- 
tivity and wide bandwidth, this ampli- 
fier has low noise and extremely high 
common mode rejection. Although de- 
signed for balanced signals on all sensi- 
tivity ranges, the amplifier can be used 




Fig. 2. Adjustable banduidth of high- 

teitsitivity plug-ins mm he used to improve 

signal-to-noise ratio of lou frequency $fg- 
uah. as in this double-exposure oscillogram. 



for single-ended signals simply by switch- 
ing one input to OFF. as w ith the I400A 
sensitive dc amplifier. 

Low amplifier noise is achieved 
through use of high-g 1( premium-quality 
triodes in the input circuit. On the most 
sensitive range with inputs shorted, noise 
is less than 20 /iv peak-to-peak with 100 
kc bandwidth. If circumstances allow, 
this noise can be diminished even further 
as shown in Fig. 2 by reducing upper 
and or lower limits. 

Fxtrcme care has been taken to reduce 
hum interference to a Sufficiently low 
level to eliminate the need for a 60-cps 
line frequency rejection filter in the sig- 
nal path. Although such filters can elimi- 
nate residual hum picked up from the 
main frame, they can also severely distort 
Complex signals. 

High common-mode rejection is im- 
portant in amplifiers which have ex- 
tremely high sensitivities. When both the 
plus and minus inputs are used to 
measure balanced signals, interfereiu c 
picked up on the signal leads cancels it- 
self. The l-i(HA uses a unity gain circuit 
which senses signals that are in phase at 
both inputs. The circuit drives the cath- 
ode and plate supplies of the input stage 
accordingly so that the common-mode 
signal does not change the input tube 
operating points. Fhis arrangement gives 
a common-mode rejection on the most 
sensitive ranges of at least 94 dh lor in- 
terference between 10 cps and 10 kc up 
to 10 volts peak-to-peak in amplitude. 



The input resistance is 10 megohms 
for each input and is always ac. coupled, 
allow ing dc isolation up to 600 volts. 

A I rate Restore position on the band- 
width switch grounds the amplifier 
coupling capacitors to quickly drain any 
charge accumulated during a severe over- 
load. 

MODEL 1402A 

WIDE BAND PLUG-IN 

Tile 1 402 A dual-channel wide-band 
plug-in is suitable for a broad range of 
applications because of the 5 mv cm 
sensitivity that this plug-in provides 
along with its wide bandwidth. Clean 
transient response (Fig. 2 on p. J) makes 
this a useful instrument for video and 
fast pulse waveforms. Bandwidth is such 
that a swept frequency signal, referenced 
to a 6-cm deflection amplitude at low 
frequencies, is no more than J db down 
at 20 Mc. For signals referenced to a lull 
10-cni deflection, the 3 db point is above 
15 Mc. The amplifier's linearity is such 
that signals can be |x>sitioned anywhere 
within the display area without distor- 
tion of the waveform. 

A dual-coaxial delay cable is included 
in the signal path to permit the leading 
edge of the signal which initiates the 
sweep trigger to be visible at the start of 
the sweep. A sync amplifier, placed ahead 
of the delay line, can be switched by a 
front panel switch to operate from one- 
channel only, enabling stable, internal 
triggering from the one signal even when 
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the plug-in is in the Chopped mode of 
operation. 

The two channels may each he used 
alone, or presented at the same time in 
either the Alternate or Chopped modes. 
In addition, they may be summed alge- 
braically; a polarity-reversing switch on 
one channel enables the oscilloscope to 
present either the sum or difference of 
the two input signals. 



SWEEP GENERATOR 
PLUG-INS 



MODEL 1420A 

SWEEP GENERATOR PLUG-IN 

The Model 1420A is a general-purpose 
time base plug-in which has fast sweep 
speeds and high-frequency triggering 
capabilities to make it compatible with 



wide-band vertical amplifiers as well as 
those with the narrower bandwidth 
limits. Twenty-two calibrated sweep time 
ranges from 5 sec cm to 0.5 /"sec cm arc 
provided, all of these being calibrated 
typically within 1%. A ■ 10 magnifier, 
useful on all sweep ranges, extends the 
fastest sweep speed to 50 usee cm. 

Excellent sweep linearity, even at the 
fastest sweep speeds, is achieved through 
use of a Miller integrator sawtooth gen- 
erator, a differential cascode sweep ampli- 
fier, and cathode follower drive to the 
CRT deflection plates. 

Automatic triggering, which displays a 
baseline at a 40-cps rate in the absence of 
an input signal, can be used with signals 
up to 500 kc that produce more than 
±\'l cm deflection. No adjustment of the 
trigger level control is required in the 
automatic mode. Optionally, the auto- 
matic triggering feature may be disabled 
so that any amplitude level on the input 




Fig. 3. Freedom from trigger jitter is dem- 
ons! tilted by this 1 -second exposure with 
Model I420A Sweep Generator triggering 
from displayed 20 Ale sine wave. 



signal may be selected as the triggering 
point. This is effective on signals of 
frequencies up to 20 Mc, as shown in Fig. 
3, Front panel switching also permits 
single-sweep operation, useful for photo- 



AMPLIFIER PLUG-INS 

SPECIFICATIONS 

-hp- 
MODEL 1400A 
DIFFERENTIAL AMPLIFIER 

SENSITIVITY: 

100 jiv/cm to 20 v cm; 17 calibrated 
ranges in 1, 2, 5, 10 sequence. Ver- 
nier allows continuous adjustment be- 
tween calibrated ranges and extends 
minimum sensitivity to at least 50 
v/cm. 

ATTENUATOR ACCURACY: 

13%. 
BANDWIDTH: 

UPPER LIMIT: Switch selected at front 

panel; 400, 40, or 4 kc. 
LOWER LIMIT: Input and amplifier 
coupling set to DC: dc. Input set to 
DC and amplifier set to AC: dc from 
20 v cm to 50 mv/cm; approximately 
0.1 cps on 20 mv/cm, Increasing with 
sensitivity to approximately 20 cps at 
0.1 mv cm. Input set to AC and Amp- 
lifier set to DC: 2 cps. 

DIFFERENTIAL INPUT: 
Differential input may be used on all 
attenuator ranges. Common mode re- 
jection is at least 40 db on 0.1 mv cm 
to 0.2 v/cm ranges (signal not to ex- 
ceed 4 volts peak-to-peak), at least 
30 db on 0.5 v/cm to 20 v cm ranges 
(signal not to exceed 40 volts peak-to- 
peak on 0.5, 1, and 2 v cm ranges and 
400 volts peak-to-peak on 5, 10, and 
20 v cm ranges). Measured at 1 kc. 

INPUTS: 

Two BNC signal jacks. AC or dc coup- 
ling of either or both inputs. Isolation 
between inputs at least 80 db. 
INPUT IMPEDANCE: 
1 megohm shunted by 45 pf, constant 
on all attenuator ranges. 
MAXIMUM INPUT: 

600 volts (dc + peak ac). 
PRICE: 
$210.00 



TENTATIVE SPECIFICATIONS 
-hp- 
MODEL 1401A 
DUAL TRACE AMPLIFIER 

MODE OF OPERATION: 

1. Channel A alone. 

2. Channel B alone. 

3. Channel A and Channel B displayed 
on alternate sweeps. 

4. Channel A and Channel B switched 
alternately at approximately 100 kc, 



with trace blanking during switching. 
5. Channel A minus Channel B. 
SENSITIVITY: 
Each channel has sensitivities from 1 
mv cm to 10 v cm in 1, 2, 5. 10 se- 
quence. Vernier allows continuous ad- 
justment between calibrated ranges 
and extends minimum sensitivity to 
at least 25 v/cm. 

ATTENUATOR ACCURACY: 

'3%. 
BANDWIDTH: 

Input and Amplifier coupling set to DC: 
dc to 450 kc. Input set to DC and 
Amplifier set to AC: dc to 450 kc for 
sensitivity from 50 mv cm to 10 v cm; 
from 1 mv cm to 20 mv cm, lower 
cutoff depends on sensitivity: approxi- 
mately 0.5 cps (to 450 kc) at 20 mv cm 
and 10 cps (to 450 kc) at 1 mv cm. 
Input set to AC and Amplifier set to 
DC: ? cps to 450 kc. 

DIFFERENTIAL INPUT: 
Both channels, with associated atten- 
uators, may be switched to one chan- 
nel to give differential input. 

COMMON MODE REJECTION: 
At least 40 db on 1 mv cm to 0.1 v/cm 
ranges (signal not to exceed 4 v peak- 
to-peak), at least 30 db on 0.2 v cm 
to 10 v/Cm ranges (signal not to ex- 
ceed 40 v peak-to-peak on 0.2, 0.5, 
and 1 v/cm ranges and 400 v peak-to- 
peak on 2, 5, and 10 v 'cm ranges). 
Measured at 1 kc. 

INPUT IMPEDANCE: 
1 megohm shunted by 45 pf. 

MAXIMUM INPUT VOLTAGE: 

600 volts (dc -f peak ac). 
POLARITY OF PRESENTATION: 

-1- up or — up selectable for Channel A. 
PRICE: 
$325.00. 



TENTATIVE SPECIFICATIONS 
-hp- 
MODEL 1402A 
DUAL TRACE AMPLIFIER 

MODE OF OPERATION: 

1. Channel A alone. 

2. Channel B alone. 

3. Channel A and Channel B displayed 
on alternate sweeps. 

4. Channel A and Channel B switched 
alternately at approximately 100 Kc. 
with Irace blanking during switching. 

5. Channel A plus Channel B; differen- 
tial operation obtained by inverting 
polarity of Channel A. 

SENSITIVITY: 

Each channel has sensitivities from 5 
mv cm to 10 v cm in 11 calibrated 



ranges in 1, 2, 5, 10 sequence. Ver- 
nier allows continuous adjustment be- 
tween calibrated ranges and extends 
minimum sensitivity to at least 25 
v/cm. 

ATTENUATOR ACCURACY: 

+ 3%. 

BANDWIDTH (6 cm reference signal): 

DC COUPLED: dc to 20 Mc. 

AC COUPLED: 2 cps to 20 Mc. 
SIGNAL DELAY: 

Signal is delayed so lhat leading edge 
of fast rise signal which triggers 
sweep is visible at start of sweep. 
INPUT IMPEDANCE: 

1 megohm shunted by 35 pf. 

MAXIMUM INPUT: 

600 volts (dc - peak ac). 
PRICE: 
$550.00. 



TENTATIVE SPECIFICATIONS 
-bp- 
MODEL 1403A 
AC DIFFERENTIAL AMPLIFIER 

SENSITIVITY: 

10 *iv cm to 100 mv cm in 13 calibrated 
ranges in 1, 2, 5, 10 sequence. Ver- 
nier allows continuous adjustment be- 
tween calibrated ranges and extends 
minimum sensitivity to at least 250 
mv/cm. 

ATTENUATOR ACCURACY: 

1-3%. 
BANDWIDTH: 

0.1 cps to 400 kc maximum; upper and 
lower limits selected independently 
with front panel controls. 
DIFFERENTIAL INPUT: 
Differential input available on all atten- 
uator ranges. Common mode rejection 
may be adjusted to at least 94 db on 
all ranges for input signals from 10 
cps to 10 kc and up to 10 volts peak- 
to-peak. 
INPUT IMPEDANCE: 

10 megohms shunled by approximately 
50 pf. 
INPUTS: 

Two BNC signal jacks. AC coupling of 
either or both inputs. Isolation be- 
tween inputs at least 80 db. 
MAXIMUM INPUT: 

600 volts (dc i peak ac). 

NOISE: 

Less than 20 mv peak-to-peak at 100 kc 
bandwidth. 
PRICE: 
$350.00. 



Prices f.o.b. factory 
Data subject to change without notice. 
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graphing single transients. 

The Model 1420A includes a de- 
coupled horizontal amplifier input so 
that external signals may be used to drive 
the CRT trace. Sensitivity of this input is 
either 1 vera or 100 mv/cm, depending 
on whether the sweep magnifier is in the 
x 1 or X 1 0 position. 

MODEL I421A 

DELAYING SWEEP PLUG-IN 

The Model 1421 A incorporates two 
sweep generators into one plug-in which, 
along with simplified operation, includes 
tunnel-diode triggering and pick-off cir- 
cuits for minimum jitter. A maximum 
sweep speed of 20 ns cm, automatic trig- 
gering, and the Mixed Sweep mode of 
operation make this plug-in the most 
versatile of its type. 

The 1421 A Time Base has six modes 
of operation. In the Normal mode the 
sweep operates in conventional fashion. 
In the two Intensified modes, a brighten- 
ed portion of the trace shows the start 
and duration of the faster delayed sweep 
(upper trace in Fig. 4). With the mode 
switch turned to one of the two delayed 
sweep positions, the delayed sweep then 
drives the CRT beam so that the portion 
of the waveform previously delineated by 
the brightened segment is expanded to 
fill the screen (middle trace in Fig. 4). In 
the delayed sweep Trigger mode, the 
delayed sweep starts at the end of the 



delay interval selected by front panel 
controls. In the delayed sweep Arm 
mode, the delayed sweep is started by the 
first trigger following the delay interval. 
Hither Trigger or Arm modes likewise 
may be selected for the Intensified opera- 



tion described earlier. 

The Mixed sweep mode of operation 
generates a time base that changes speed 
during the trace (lower trace in Fig. 4). 
For the initial portion of the trace, a 
relatively slow sweep is generated. At 



SWEEP GENERATOR 
PLUG-INS 

SPECIFICATIONS 
-hp- 
MODEL 1420A 
SWEEP GENERATOR 
INTERNAL SWEEP: 
22 ranges. 0.5 ;isec/cm to 5 sec cm in 
1, 2, 5, 10 sequence. Vernier provides 
continuous adjustment between 
ranges and extends slowest sweep to 
at least 12.5 sec/cm. 

MAGNIFICATION: 

X10; expands fastest sweep to 50 
nsec. cm. 
SWEEP ACCURACY: 

±3%, typically within - 1%; - 5% 
when magnified, typically within 
+3%. 
TRIGGERING: 
AUTOMATIC: Base line displayed in 
absence of triggering signal. 
INTERNAL: 40 cps lo 500 kc from sig- 
nals causing 0.5 cm or more deflec- 
tion: also from line voltage. 
EXTERNAl: 40 cps to 500 kc from sig- 
nals 0.5 v peak-to-peak or more. 
TRIGGER SLOPE: Positive or negative 
slope of external or internal signals. 
AMPLITUDE SELECTION: 

INTERNAL: 10 cps to 20 Mc: 0.5 cm 
vertical deflection required to 10 
Mc, slightly decreasing sensitivity 
to 20 Mc. 

EXTERNAL: DC coupled: dc to 20 Mc; 
0.5 v p-p required to 10 Mc. slightly 
decreasing sensitivity to 20 Mc. AC 
coupled: 10 cps to 20 Mc; 0.5 v p-p 
required to 10 Mc. slightly decreas- 
ing sensitivity to 20 Mc. 

TRIGGER POINT AND SLOPE: Inter- 



nally from any point on displayed 
waveform or line voltage, externally 
from any point between — 10 and 
— 10 volts; positive or negative 
slope. 
SINGLE SWEEP: 
Front panel switch selects single sweep 
operation. 
HORIZONTAL INPUT: 
Approximately 1 v'em or 0.1 v cm sen- 
sitivity, depending on magnifier set- 
ting: dc coupled; input impedance: 1 
megohm shunted by less than 50 pf. 
PRICE: 
$250.00. 

TENTATIVE SPECIFICATIONS 
-hp- 
MODEL 1421A 
TIME BASE AND DELAY GENERATOR 

NORMAL SWEEP 
INTERNAL SWEEP: 

22 ranges, 0.1 /.sec cm to 1 sec cm in 
1, 2, 5, 10 sequence. Accuracy is typ- 
ically within 1%, always within 3%. 
Vernier provides continuous adjust- 
ment between ranges and extends 
slowest sweep to at least 2.5 secern. 

MAGNIFICATION: 

X5, expands fastest sweep to 20 nsec - 
cm. Accuracy is typically within 3%, 
always wilhin 5%. 
TRIGGERING: 
AUTOMATIC; Base line displayed in ab- 
sence of input signal. 
INTERNAL: 40 cps to greater than 20 
Mc from signals causing 0.5 cm or 
more vertical deflection: also from 
line voltage. 
EXTERNAL: 40 cps to greater than 20 
Mc from signals 0.5 volt peak-to- 
peak or more. 
TRIGGER SLOPE: Positive or negative. 
AMPLITUDE SELECTION: 

INTERNAL: 10 cps to greater than 20 



Mc from signals causing 0.5 cm or 
more deflection; also from line volt- 
age. 

EXTERNAL: DC to greater than 20 Mc 

from signals 0.5 v p-p or more. 
TRIGGER POINT AND SLOPE: Inter- 
nally from any point on displayed 
waveform, externally from any point 
between - 10 and ! 10 volts; posi- 
tive or neeative slooe. 
SINGLE SWEEP: Fronl panel swilch 
selects single sweep operation. 
DELAY FUNCTION 
DELAYED SWEEP: 
22 ranges, 0.1 /.sec tm to 1 sec cm in 
1, 2, 5, 10 sequence. Accuracy is typ- 
ically within 1%. always within 3%. 
DELAY TIME: 
Continuously variable from 0.1 iisec lo 
10 sec. 
ACCURACY: 
^1%. Incremental delay accuracy is 
within 0.2%. Time jitter is always less 
than 1 part in 50,000. 
DELAY FUNCTION: 
Mixed sweep. Intensified sweep, trig- 
gered or armed. Delayed sweep, trig- 
gered or armed. 
TRIGGERING (of armed Delayed Sweep): 
INTERNAL: 10 cps to greater than 20 Mc 
Irom signals causing 0.5 cm or more 
deflection. 
EXTERNAL: DC to greater than 20 Mc 

from signals 0.5 v p-p or more. 
TRIGGER POINT AND SLOPE: Internally 
from any point of waveform, exter- 
nally Irom any point from — 10 to 
-I 10 volts, positive or negative slope. 
DELAYED TRIGGER OUTPUT: Approxi- 
mately 4- 10 vnlt-,. 
PRICE: 
$625.00. 



Prices f.o.b. factory 
Data subject to change without notice. 
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Fin- ■'• Tripl e-expoinre oscillogram 
'■hims intensified moth of Model 1421 A 
Delaying Steeep Generator in upper truce. 
Norm.il sweep drives CRT while Delayed 
sweep merely brightens trace. In middle 
tr.icc, Delayed swttp drives CRT so tb.it 
brightened segment of lop tract expands lo 
fill sen til. Bottom trace shows Mixed 
sueep operation, with Normal sweep driv- 
ing CRT until faster, later-starling Delayed 
sweep catches up and drives CRT for 
remainder of tract: 



some point selected by the delay time 

control, sweep speed increases 5). 
I his permits detailed examination of an 
expanded pari of a pulse train while the 
previous unexpanded portion is retained 
on the display for reference. 

The delay from the start of the nor- 
mal sweep to the start of the delayed 
sweep is continuously variable from 0.1 
/"second to 10 seconds with 1C? accuracy. 
Time jitter is less than 1 part in 50.000. 
A delay trigger, occurring at the end of 
the delay interval, is available at a front 
panel jack for use with related equipment. 

Pile two sweep time controls are con- 
centric but can be moved independently. 

The calibrated sweep speeds, from I sec 
cm to 0.1 flsCC cm. are accurate typically 
» ''bin I'V. The vernier sweep speed con- 
trol extends the slowest sweep to 2.5 
sc-c cm. and the 5 magnifier expands 
the fastest sweep to 20 usee cm for both 
time bases. A capacitance driver is in- 




Fig. 5. Graph of lime Vs displacement 
shows mixed sweep operation of Mod,/ 
1421 A Sueep Cneralor. Trace is driven 
Initially by Normal sueep until overtaken 
by later-Starting Delay ed sweep. Trace thai 
is driven by faster Delayed sweep for 
remainder of sweep. 



Cathode-ray lube ill 
new oscilloscope is 
produced in -hp- 
CRT facility. Tube 

d etigner D a v i d 

Chaffee cheeks lube 
performance al lest 
console. 




eluded in the horizontal amplifier lo 
maintain sweep linearity even on the 
fastest expanded sweep speeds. 

Automatic triggering also is provided 
on the Norplal sweep in this plug-in so 
that a baseline is displayed in ihe absence 
of an input signal. When triggering from 



a selected amplitude, ihe sweep can be 
started al any point on a waveform sup- 
plied externally or internally. The tunnel 
diode trigger circuit achieves stable trig- 
gering well beyond 20 Mi without 
counting down. A separate Iront panel 
switch permits single sweep operation. 



SPECIFICATIONS 
-hp- 
MODEL 140A 
OSCILLOSCOPE 

PLUG-INS: 

Accepts 1400 series plug-ins; upper com- 
partment for horizontal axis and lower 
compartment for vertical axis. Center 
shield may be removed to provide 
double-sized compartment for dual- 
axis 1400 series unit. 
CALIBRATOR: 

1 v and 10 v peak-to-peak line frequency 
square waves. Accuracy: —1% within 

- 15 to j 35 C, ■ 3°o within 0 to 

- 55 C. Risetime: 0.5 usee or less. 
BEAM FINDER: 

Brings trace on screen regardless of 
setting of plug-ins' position controls. 

INTENSITY MODULATION: 
Approximately - 20 v blanks trace of 
normal intensity. AC coupled input on 
rear panel. 

CATHODE RAY TUBE: 
7.5 kv post accelerator tube with alum- 
mized P31 phosphor (P2, P7, and Pll 
available at no extra charge). Non- 
glare safety glass faceplate. Internal 
graticule 10 x 10 cm in cm squares: 
major horizontal and vertical axes 
have 0.2 cm subdivisions. 

POWER: 

115 or 230 V jl10%, 50 to 60 cps, nor- 
mally less than 285 watts (depends 
on plug-ins). 
DIMENSIONS: 
163j in. wide. 9 in, high, 181h in. deep 
overall Hardware furnished tor quick 
conversion to 83j in. x 19 in. rack 
mount. lS^e m. deep behind panel. 
WEIGHT: 

Net. 37 lbs. (without plug-ins). 
PRICE: 
J575.00 



TENTATIVE SPECIFICATIONS 
■hp- 
MODEL 141SA 
TIME DOMAIN REFLECTOMETER 

SYSTEM (in reflectometer configuration): 

RISE TIME: Less than 150 ps. 
OVERSHOOT: 5% or less (down lo 1?% 
in 1 ns), 

INTERNAL REFLECTIONS Less than 8»<, 
(does not limit resolution), 

REFLECTOMETER SENSITIVITY: Reflec- 
tion coefficients as small as 0.001 can 
be observed. 

REP RATE: 200 kc. 
SIGNAL CHANNEL: 

RISE TIME: Approximately 90 ps. 

SENSITIVITY: 1 mv cm to 0.1 v cm in 
1. 2. 5. 10 sequence. 

INPUT. 50 ohms, feed-through type. 

NOISE: Less than 0 2 mv peak-to-peak. 

INTERNAL PICKUP: Less than 0.2 mv 
peak. 

DYNAMIC RANGE- - 1.0 v. 
ATTENUATOR ACCURACY: • 3%. 
PULSE GENERATOR: 
AMPLITUDE Approximately 0 25 v into 

50 ohms (0-5 v into open circuit). 
RISE TIME: Approximately 50 ps 
OUTPUT IMPEDANCE 50 ohms • 1 

ohm. 

DROOP: Less than l°i. 
TIME SCALE: 

SWEEP SPEEDS: 20 ns cm to 200 ns cm 
in 1, 2, 5, 10 sequence: accuracy: 

MAGNIFICATION: XI to X200 in 1, 2, 5, 
10 sequence. 

DELAY CONTROL: 0 lo 2000 ns, cali- 
brated. 

JITTER: Less than 10 ps. 
PRICE: 

5950 00. 



Prices f o b. factory 
Data subject to change without notice. 
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